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Abstract — Micro-TPC, a time projection chamber (TPC) with 
micro pixel chamber (/i-PIC) readout was developed for the 
detection of the three-dimensional fine (~ sub-millimeter) tracks 
of charged particles. We developed a two-dimensional position 
sensitive gaseous detector, or the /i-PIC, with the detection area 
of 10 x 10 cm 2 and 65536 anode electrodes of 400 /im pitch. 
We achieved the gas gain of more than 10 4 without any other 
multipliers. With the pipe-line readout system specially developed 
for the /i-PIC, we detected X-rays at the maximum rate of 
7.7 MHz. We developed a micro-TPC with the /i-PIC and three- 
dimensional tracks of electrons were detected with the micro- 
TPC. We also developed a prototype of the MeV gamma-ray 
imaging detector which is a hybrid of the micro-TPC and Nal 
(Tl) scintillator so that we showed that this is a promising method 
for the MeV gamma-ray imaging. 

Index Terms — Gaseous detector; Time projection chamber; 
Micro-pattern detector; Gamma-Ray Imaging 

I. Introduction 

REALIZATION of a micro-TPC, a time projection chamber 
(TPC), which can detect three-dimensional fine tracks of 
charged particles, has been wanted for years. We developed 
the //-PIC, a two-dimensional fine position detector, and a fast 
readout electronics in order to realize such an "electric cloud 
chamber". In this paper, the performance of the micro-TPC, 
together with one example of its applications, is described. 

II. /i-PIC DETECTOR 

The Micro Pixel Chamber, or the //-PIC, is a pixel type 
gaseous two-dimensional imaging detector which takes over 
the outstanding properties of the MicroStrip Gas Chamber 
(MSGC Q], 0) such as the good position resolution and 
operating capacities under high flux irradiation. The /i-PIC is 
manufactured by the print circuit board (PCB) technology in 
contrast to an older concept pixel type detector, the microdot 
chamber |3|, which is made in the MOS technology. With the 
PCB technology, large area detectors can be made cheaply, 
which is an important feature for developing various kinds of 
applications. As a consequence of the geometrical properties, 
discharge problems are less disturbing with //-PIC |4|, |5|, |6|, 
so that stable operations at high gas gain can be realized. 
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Fig. 1 

Schematic structure of the //-PIC. 



The schematic structure of the /i-PIC is shown in Fig. [2 The 
/i-PIC is a double-sided PCB with a 100 /im-thick polyimide 
substrate. 256 anode strips are formed on one side of the /i-PIC 
while 256 cathode strips are orthogonally placed on the other 
side. Both anode and cathode strips are placed with a pitch of 
400 /im. Cathode strips have holes of 200 /im diameter and 
anode electrodes of 50~70 /im diameter are formed on the 
anode strips at the center of each cathode hole. The signals 
from anode strips and cathode strips are of the same size, in 
contrast to the MSGCs, whose pulse heights from back strips 
are 20^30% of those from anode strips |2|. We developed the 
/i-PIC of 10 x 10 cm 2 detection area with 256 x 256 anode 
electrodes. The /i-PIC is mounted on the mother board of 30 
x 30 cm 2 area by the bonding technique. 

We irradiated a non-collimated 55 Fe radioactive source and 
measured the output charge from 32 x 256 pixels so that we 
calculated the gas gain. The gas mixture of argon 80% and 
ethane 20% at 1 atm was flowed for the measurement. The 
gas gain of the /i-PIC is plotted as a function of the anode 
voltage in Fig. [2] We achieved a maximum gas gain of 1.5 
x 10 4 and the gas gain for the stable operation of 5000 without 
any other multipliers. In Pig. O the spectrum of the X-rays from 
the 55 Fe radioactive source is shown. The energy resolution is 
30% (FWHM) for the 5.9 keV X-rays. This result is worse than 
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Fig. 2 

Gas gains as a function of the anode voltage. 
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Fig. 3 

Obtained spectrum of the X-rays from a 55 Fe radioactive 
source. 



our previous results 20% obtained with the trial piece which 
has 3x3 cm 2 detection area 0. The non-uniformity of the 
anode electrodes in the large detection area makes the resolution 
worse. New technologies for forming the uniform electrodes 
are now sought for so as to achieve higher gas gain and better 
energy resolution. 

Long term stability is a necessary feature in order to realize 
the various applications of the /i-PIC. We operated the /i-PIC 
for 120 hours with the gain of more than 3000 without serious 
discharge. Gas gain was measured every one hour by the same 
method described above. The gain variation is shown in Fig. [4] 
as a function of the elapsed time since the anode voltage supply. 
Slight increase of the gain was observed in the first 20 hours, 
which we think is due to the polarization effect of the substrate. 
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Fig. 4 

Gas gains as a function of the time. 



The gain was stable within 10% after 20 hours. 

We took the X-ray image of the test chart with an X- 
ray generator (Kevex X-Ray CU028, tungsten target). The 
acceleration voltage of the X-ray generator was 18 kV. Low 
energy X-rays were filtered with 50 /im thick copper and 1 mm 
thick aluminum and the energy of the X-rays was distributed 
between 14 keV and 18 keV with the intensity peak at 17 keV. 
We used the gas mixture of xenon 70% and ethane 30% at 1 
atm. We chose xenon gas in order to achieve clear images. The 
practical range of the 20 keV electron in argon gas is 3 mm 
while that in the xenon gas is 1 mm. The detection depth was 
set to be 2mm. The test chart is 5 x 5 cm 2 area and slits of 
various widths are scribed in the thin lead layer on the plastic 
plate. In Fig. [5] obtained X-ray image is shown. The slits of 1 
mm width are seen clearly. 

We measured the spatial resolution from the edge image of 
the test chart. Acceleration voltage of the X-ray generator was 
set at 10 kV for this measurement in order to suppress the 
range of the electrons in the xenon gas. The active area was 
set to be 4 x 8cm 2 with one of the edges at the center of 
the active area. The test chart image was projected along one 
of the edges for 1.3 cm. The projected image was fitted with 
the function a\ + ci2-erf((x — a 3 )/\/2a4), where erf(x) — 
2/y/n- Jq exp(—t 2 )dt is the error function and ai, 02, a 3 and 
are the fitting parameters. The calculated spatial resolution^) 
was 160 /im. The histogram of the projected image of the test 
chart and the best fit function is shown in Fig. [6] 

III. READOUT ELECTRONICS 

A pipe-line readout electronics system for the /i-PIC was 
developed as well as the detector itself |7|. The block diagram 
of the readout electronics is shown in Fig. Signals from the 
/i-PIC are amplified and discriminated by the preamplifier cards 
attached to the rear of the mother board. The preamplifier cards 
output both analog and digital signals. The digital signals are 
encoded by the position encoding module which consists of five 
Field Programmable Gate Arrays (FPGAs) and recorded by the 
memory module which works at the clock of 20 MHz. Analog 
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Fig. 7 

Block diagram of the readout electronics. 



Fig. 5 

The X-ray image of the test chart. 
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Fig. 6 

Projected image of the test chart edge and the best fit 
function. 
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Fig. 8 

Result of the high rate test of the /i-PIC and the readout 
system. 



signals from the 16 cathode strips are summed and digitized by 
the 100 MHz flash ADC (FADC:REPIC RPV-160) to determine 
the event energy. 

In order to check the performance of the /i-PIC and the 
readout system for high rate signals, we irradiated the /i-PIC 
with the X-rays from the X-ray generator. The acceleration 
voltage was 20 kV and the intensity was controlled by way 
of varying the tube current between 0.01 mA and 0.6 mA. 
The data acquisition rate is plotted against the X-ray intensity 
in Fig. [8] We achieved the maximum data acquisition rate of 
7.7 MHz. This rate is twice higher than our previous readout 
system |8|. The saturation is thought to be due to the software 
for the FPGAs and optimizations are now under way. 

IV. DESIGN OF THE MICRO-TPC 

With the /x-PIC and the readout electronics system described 
above, we developed a time projection chamber (TPC) which 
has fine time and spatial resolutions |7J. A gas enclosure with 
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Fig. 9 

Structure of the time projection chamber. 



a drift length of 8 cm was attached to the /i-PIC. Schematic 
drawings of the TPC gas enclosure is shown in Fig. [9] A 
negative high voltage of 3.3 kV is supplied to the 1 mm thick 
aluminum window which is connected to the aluminum plane of 
0.3mm thick through 22 M£l Fifteen field cage electrodes with 
4 mm widths and 1mm spacings are connected to the aluminum 
plane in series through 10 MQ resistors. The electric field of 
0.4 kV/cm is produced uniformly in the inner region. 

V. PERFORMANCE OF THE MICRO-TPC 

A. Drift Velocity 

We measured the drift velocity of electrons and the gain 
dependence on the drift length in the micro-TPC using the 
cosmic-ray muons. We placed two plastic scintillators on both 
sides of the micro-TPC perpendicular to the direction of the 
electric field. We acquired the micro-TPC events in coincidence 
with both of the two scintillators. Fig. 1101 shows the shapes of 
signals from cathode electrodes for a cosmic -ray muon. The 
signals are not identical because of the fluctuation of the gas 
gain due to the shape of the anode electrodes. The drift velocity 
was measured at various electric fields. The result shown in 
Fig. ^2 is consistent with the previous measurement 0. No 
gain difference was observed throughout the drift length. 

B. Three-dimensional Trackings 

We detected the tracks of the electrons from a 90 Sr/ 90 Y 
radioactive source which emits electrons with the maximum 
kinetic energy of 0.546 MeV and 2.282 MeV. The Micro-TPC 
was triggered by a plastic scintillator of 6 x 6 x 2 mm 3 placed 
between the radioactive source and the micro-TPC. The /i-PIC 
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Fig. 10 

A TYPICAL COSMIC RAY MUON SIGNAL READ FROM THE CATHODE STRIPS. 
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Fig. 11 

Measured drift velocity of electrons as a function of the 
electric field (circle). the dotted line is the result of another 
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was operated at the gas gain of 7000. One of the typical three- 
dimensional tracks is shown in the upper panel of Fig.[^] while 
the projections of the several tracks on the ^i-PIC plane are 
shown in the lower. We only detected the points where large 
energy deposition took place because of the insufficient gas 
gain, therefore the electron tracks were detected as the dispersed 
points. Since the principle of the micro-TPC is confirmed, dense 
tracks like ones taken by a cloud chamber will be taken when 
we've achieved a sufficient gain. 

C. Development of the Prototype MeV Gamma-Ray Imaging 
Detector 

One of the most interesting applications of the micro-TPC 
is a MeV gamma-ray imaging detector which makes an event- 



by-event reconstruction possible |10|. Typical MeV gamma- 
ray imaging detectors of these days with double or multiple 
Compton method 1 1 1 1, 1 12 1 measure the energy deposited to the 
electron (E c ), the energy of the scattered gamma-ray (Ey) and 
the direction of the scattered gamma-ray (7')- The scattering 
angle of the gamma-ray (cf>) is calculated by the following 
equations. 

coscj) = 1 -m e c 2 (l/E Y - 1/Ery) (1) 
Ej = Ey + E e (2) 

Here, m e is the mass of the electron. The event cone is 
determined from 7' and <f>. The principle of the gamma-ray 
reconstruction with double Comptom method is shown in Fig. 

El 

Our new concept for the MeV gamma-ray imaging is to 
measure the direction of the Compton scattered electrons (e) 
with the micro-TPC in addition to E c , Ey, and 7'. Since the 
micro-TPC can detect the track of the electrons as we have 
shown in the previous section, the hybrid detector of the micro- 
TPC and the enclosing scintillators can realize this new concept. 
With this new concept detector, we can determine another angle 
5 so that the incident gamma-ray is reconstructed for each event. 
The principle is shown in Fig. El 

We have a redundant measured value a which can be used for 
the background rejection. Since no collimators are necessary, a 
large field of view can be realized. 

We developed a prototype of the MeV gamma-ray imaging 
detector with the micro-TPC of 10 x 10 x 8 cm 3 volume and 
an Nal (Tl) scintillator of 4"x4"xl" size read by 25 single 
anode PMTs of 3/4" diameters (Hamamatsu Rl 16). The picture 
of the prototype is shown in Fig. El 

We tested the prototype with a radioactive source of 133 Ba 
which mainly radiates 356 keV gamma-rays. The setup is 
shown in Fig. El We set the origin of the coordinates at the 
center of the /i-PIC detection plane and X, Y and Z axes are 
taken along the cathode, anode and drift direction of the micro- 
TPC, respectively. The radioactive source was set at (-4.0,-4.3,- 
4.8) without any collimators and the center of the Nal (Tl) 
scintillator was set at (-5.5,-5.5,22.9). 

Electron tracks are detected by the micro-TPC, while the 
energy and the position of the gamma-rays are taken by the Nal 
(Tl) scintillator. A gate of two-/is was opened after the Nal (Tl) 
trigger for the micro-TPC signals and coincident events were 
recorded. We operated the fi-PIC with a gas gain of 5000. For 
this concept test, we did not use the information on the electron 
energy but assumed E e — E 1 — Ey as we knew the source 
energy. This test has much meaning since the MeV gamma-ray 
imaging for the radioactive sources of a know energy is useful 
for the medical use. 

One of the well-reconstructed events is shown in Fig. El The 
source is shown by the closed triangle. The electron track is 
shown in the solid line and its projections are also drawn by the 
thin solid lines. The measured energy by the Nal (Tl) scintillator 
was 260 keV and the calculated position of the gamma-ray 



in the Nal (Tl) scintillator is shown by the closed square. We 
reconstructed the direction of the incident photon from E~, Ey, 
7' and e. The reconstructed point in the Z=-4.8 plane is (-2.2, 
-5.7, -4.8) and is shown by the filled circle. The reconstruction 
was realized by the angular accuracy of 10° for this event. The 
gamma-ray is well-reconstructed in this event so that we can 
claim that this new concept is a very promising method for the 
MeV gamma-ray imaging. 

We are going to use the energy information of the electrons, 
so that we can realize the MeV gamma-ray imaging for the 
gamma-rays of unknown energies, or we can use the energy 
for the background rejection. Statistical studies are also under 
way and the angular resolution and the detection efficiency will 
appear in another report. 

VI. Conclusion 

We improved the /i-PIC with the detection area of 10 x 10cm 2 
and obtained the maximum gas gain of more than 10 4 without 
any other multipliers. We detected X-rays of the rate as high as 
7.7 MHz with the /i-PIC and the pipe-line readout electronics. 
We developed a micro-TPC with the /x-PIC readout and took 
three-dimensional electron tracks. We developed a prototype 
of the MeV gamma-ray imaging detector with the micro-TPC 
and an Nal (Tl) scintillator so that we showed that this is a 
promising detector for the MeV gamma-ray imaging. 
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Fig. 12 

A TYPICAL THREE-DIMENSIONAL TRACK OF AN ELECTRON (UPPER) AND 
SEVERAL TRACKS PROIECTED TO THE fl-FIC PLANE (LOWER). 



Fig. 13 

Principle of the gamma-ray reconstruction by the double 
compton method. 




Fig. 15 

The prototype of the MeV gamma-ray imaging detector. 



